. G M — Bid Number/gyel waies (Rs geam):
)~ = GENV Zac;,.——-— GEM/2023/B/3000826
,_,"k e Marketplace AMfitMahotsav Dated/Reis : 23-01-2023

Bid Document/ fas g&mast

Bid Details/[9g faewor

Bid End Date/Time/Rs d¢ g & di@/aa g 02-02-2023 15:00:00

Bid Opening Date/Time/fas gead &I
P 9 4 / 02-02-2023 15:30:00

adig /g

Bid Offer Validity (From End Date)/Qs Ogrher 90 (Days)

dar (dg @A Hr adg @)

Ministry/State Name/dae’I/Isd & AT Jammu & Kashmir

Department Name/Q¥RT & a1 Health And Family Welfare Department Jammu And Kashmir
Organisation Name/@3od &l A Government Medical College

Office Name/&rarer T & At Baramulla 193101

Total Quantity/pe ar=r 2

Horizontal Electrophoresis system -as per IEC- 60601-2-40,

Item Category/#g R IS 13450 : Part 2 : Sec 40 (Q2)

Minimum Average Annual Turnover of the
bidder (For 3 Years)/dsX & gaada 3itad 6 Lakh (s)
aS TR (3 auf &)

OEM Average Turnover (Last 3 Years) i

12 Lakh
IUOT AATar @ 3T a3 (g 3 ast @) akh (s)

Years of Past Experience Required for
same/similar service/3¢l/Ha Jar3if & fow 3 Year (s)

AT ford 3rgHa & ag
MSE Exemption for Turnover Yes
Startup Exemption for Turnover Yes

Experience Criteria,Past Performance,Bidder
Turnover,Certificate (Requested in ATC),OEM Authorization
. Certificate,OEM Annual Turnover,Compliance of BoQ
Document required from seller/fshdal @ AN | gpecification and supporting document

T eEdast *In case any bidder is seeking exemption from Experience /
Turnover Criteria, the supporting documents to prove his
eligibility for exemption must be uploaded for evaluation by
the buyer

Past Performance/fa9d ucda 30 %

Bid to RA enabled/fs & Ra¥ el afha fvar | No

Type of Bid/fds & yaX Two Packet Bid
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Bid Details/f5 faaor

Primary product category

Horizontal Electrophoresis system -as per IEC- 60601-2-40,
IS 13450 : Part 2 : Sec 40

Time allowed for Technical Clarifications

during technical evaluation/d&idf FAda & | Days
Shre deeliehr TUEIHOT ¥ 3T WA
Estimated Bid Value/3igaiad fas sea 505000

Evaluation Method/fi%d Ugfd

Total value wise evaluation

EMD Detail/3uadr faavor

Required

No

ePBG Detail/$didisit faaror

Advisory Bank

AXIS BANK LTD

faT 3afa (@@a).

ePBG Percentage(%)/sdesl ufaerd (%) 4.00
Duration of ePBG required (Months)/sdids &Y ”

(a). EMD & Performance security should bge in favour of Beneficiary, wherever it is applicable./3uaE 3T durgay
JATA T, ST TE A Bl &, et & gey A gt arfeu)

Beneficiary/arandf :
Chief Accounts Officer

Baramulla 193101, Health and Family Welfare Department Jammu and Kashmir, Government Medical College,

(Chief Accounts Officer)

Splitting/fasea
Bid splitting not applied.

MSE Purchase Preference/tatds @lle adiar

MSE Purchase Preference/Tauds @G adiadr No
MII Purchase Preference/ta3n$3ms @lig adddr
MIl Purchase Preference/tTd3ms3ms @ile aiiaar No

1. If the bidder is a Micro or Small Enterprise as per latest definitions under MSME rules, the bidder shall be
exempted from the requirement of "Bidder Turnover" criteria and "Experience Criteria" subject to meeting of
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quality and technical specifications. If the bidder is OEM of the offered products, it would be exempted from the
"OEM Average Turnover" criteria also subject to meeting of quality and technical specifications. In case any
bidder is seeking exemption from Turnover / Experience Criteria, the supporting documents to prove his eligibility
for exemption must be uploaded for evaluation by the buyer.

2. If the bidder is a Startup, the bidder shall be exempted from the requirement of "Bidder Turnover" criteria and
"Experience Criteria" subject to their meeting of quality and technical specifications. If the bidder is OEM of the
offered products, it would be exempted from the "OEM Average Turnover" criteria also subject to meeting of
quality and technical specifications. In case any bidder is seeking exemption from Turnover / Experience Criteria,
the supporting documents to prove his eligibility for exemption must be uploaded for evaluation by the buyer.

3. The minimum average annual financial turnover of the bidder during the last three years, ending on 31st
March of the previous financial year, should be as indicated above in the bid document. Documentary evidence in
the form of certified Audited Balance Sheets of relevant periods or a certificate from the Chartered Accountant /
Cost Accountant indicating the turnover details for the relevant period shall be uploaded with the bid. In case the
date of constitution / incorporation of the bidder is less than 3-year-old, the average turnover in respect of the
completed financial years after the date of constitution shall be taken into account for this criteria.

4. Experience Criteria: In respect of the filter applied for experience criteria, the Bidder or its OEM {themselves or
through reseller(s)} should have regularly, manufactured and supplied same or similar Category Products to any
Central / State Govt Organization / PSU / Public Listed Company for number of Financial years as indicated above
in the bid document before the bid opening date. Copies of relevant contracts to be submitted along with bid in
support of having supplied some quantity during each of the Financial year. In case of bunch bids, the category of
primary product having highest value should meet this criterion.

5. OEM Turn Over Criteria: The minimum average annual financial turnover of the OEM of the offered product
during the last three years, ending on 31st March of the previous financial year, should be as indicated in the bid
document. Documentary evidence in the form of certified Audited Balance Sheets of relevant periods or a
certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for the relevant period
shall be uploaded with the bid. In case the date of constitution / incorporation of the OEM is less than 3 year old,
the average turnover in respect of the completed financial years after the date of constitution shall be taken into
account for this criteria.

6. Estimated Bid Value indicated above is being declared solely for the purpose of guidance on EMD amount and
for determining the Eligibility Criteria related to Turn Over, Past Performance and Project / Past Experience etc.
This has no relevance or bearing on the price to be quoted by the bidders and is also not going to have any
impact on bid participation. Also this is not going to be used as a criteria in determining reasonableness of
quoted prices which would be determined by the buyer based on its own assessment of reasonableness and
based on competitive prices received in Bid / RA process.

7. Past Performance: The Bidder or its OEM {themselves or through re-seller(s)} should have supplied same or
similar Category Products for 30% of bid quantity, in at least one of the last three Financial years before the bid
opening date to any Central / State Govt Organization / PSU / Public Listed Company. Copies of relevant

contracts (proving supply of cumulative order quantity in any one financial year) to be submitted along with bid
in support of quantity supplied in the relevant Financial year. In case of bunch bids, the category related to
primary product having highest bid value should meet this criterion.

Horizontal Electrophoresis System -as Per IEC- 60601-2-40, IS 13450 : Part 2 : Sec 40 (
1 pieces)

Brand Type/ais &l Ja Registered Brand

Technical Specifications/da=lid RAfRAPAr

* As per GeM Cateqgory Specification/a& Feafl AP & 3@

Specification Name/faRf¥ & Bid Requirement/fds & fow 3maas (Allowed
arH Values)/3id JeIT

Specification

Performance Length of the Gel tray (cm) 15
Parameters

Width of the Gel tray (cm) 10

Number of well combs 16

Thickness of comb (mm) 1,15
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https://bidplus.gem.gov.in/bidding/bid/showCatalogue/dkxO042foGOgGfqKvWSMDOcf6hIIa4NaPfO9UTjnhHs

Specification

Specification Name/fafRf® &
A

Bid Requirement/fds & fouw 3maas (Allowed
Values)/31Ad JT

Construction of Unit
(Moulded/Fabricated)

Single Moulded, Fabricated

Type of Electrodes
(Fixed/Removable)

Fixed, Removable

Power supply unit

System should be provided
with atleast three sets of

output terminals to deliver
constant voltage or current

Yes Or higher

Output range

voltage: 10-300v; current: 4-400ma; power: 75 watts
or better

Led display for voltage,
current, power and time

Yes, No Or higher

Safety feature

Overload/short circuit detection; overvoltage
protection

Miscellaneous
Parameters

Comprehensive Warranty in || 2
years
Number of installations of Upto 3

the Machine machines in
Central /State/PSU Govt
Hospitals( Note: Seller
should supply a performace
certificate of the device to
the buyer if demanded after
placement of order)

Additional Specification Parameters - Horizontal Electrophoresis System -as Per IEC- 60601-2-40, IS
13450 : Part 2 : Sec 40 ( 1 pieces )

Specification Parameter

Bid Requirement (Allowed Values)

Name
Gel Caster 1 No.
Safety It should have buffer chamber with.safety lid (Transpgrent). Should be
temperature/ corrosion proof ensuring no leakage points
Power pack it should be supplied with power pack/ power supply

* Bidders offering must also comply with the additional specification parameters mentioned above.

Consignees/Reporting Officer/@XRct/Ruifésr 3w and/ T Quantity/aArar
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Consignee
S.No./#s. || Reporting/Officer/ . Delivery Days/Reliad %
4. R/ R Address/adr Quantity/Arar fem
A
. . 193101,Government Medical
1 Zahid Ali Khan College & Associated Hospital 1 15

Horizontal Electrophoresis System -as Per IEC- 60601-2-40, IS 13450 : Part 2 : Sec 40 (

1 pieces)

Brand Type/siis & YT

Registered Brand

Technical Specifications/dalih fafAFAr

* As per GeM Cateqory Specification/sid eIl RAIRAT & AR

Specification

Specification Name/RfAf¥ @

Bid Requirement/fi5 & favw 3mawas (Allowed

Performance
Parameters

A Values)/3iAd {eA
Length of the Gel tray (cm) || 10
Width of the Gel tray (cm) 15
Number of well combs 16
Thickness of comb (mm) 1,15

Construction of Unit
(Moulded/Fabricated)

Single Moulded, Fabricated

Type of Electrodes
(Fixed/Removable)

Fixed, Removable

Power supply unit

System should be provided
with atleast three sets of

output terminals to deliver
constant voltage or current

Yes Or higher

Output range

voltage: 10-300v; current: 4-400ma; power: 75 watts
or better

Led display for voltage,
current, power and time

Yes, No Or higher

Safety feature

Overload/short circuit detection; overvoltage
protection

Miscellaneous
Parameters

Comprehensive Warranty in || 2
years
Number of installations of Upto 3

the Machine machines in
Central /State/PSU Govt
Hospitals( Note: Seller
should supply a performace
certificate of the device to
the buyer if demanded after
placement of order)
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https://bidplus.gem.gov.in/bidding/bid/showCatalogue/IKVUa0GwhFynYYuK12ySt3Gqse8spub2xY_yLlhHKpI

Additional Specification Parameters - Horizontal Electrophoresis System -as Per IEC- 60601-2-40, IS
13450 : Part 2 : Sec 40 ( 1 pieces )

Specification Parameter

Bid Requirement (Allowed Values)

Name
Gel caster 01 No.
safety It shoqld have buffer Fransparent safety lid, should be temperature/
corrosion proof ensuring no leakage points
Power pack it should be supplied with power pack or power supply.

* Bidders offering must also comply with the additional specification parameters mentioned above.

Consignees/Reporting Officer/qXRct/Ruifésr 3w and/ T Quantity/aArr

Consignee
S.No./h. || Reporting/Officer/ . Delivery Days/Reliadl &
- AR/ AT Address/dadr Quantity/Arar Rt
Al
. . 193101,Government Medical
1 Zahid Ali Khan College & Associated Hospital 1 15

Special terms and conditions-Version:2 effective from 20-05-2021 for category Horizontal
Electrophoresis system -as per IEC- 60601-2-40, IS 13450 : Part 2 : Sec 40

1.

o Comprehensive warranty

Comprehensive warranty shall include preventive maintenance including calibration as per
technical/ service /operational manual of the manufacturer, service charges and spares,. During the
warranty period commencing from date of the successful completion of warranty period, Service
personnel shall visit each consignee site as recommended in the manufacturerZs technical/ service
/operational manual, at least once in six months. warranty shall not be including the consumables
.Further there will be 98% uptime warranty during warranty period on 24 (hrs) X 7 (days) X 365
(days) basis, with penalty, to extend warranty period by double the downtime period.

Service centres

Details of Service outlets in India to render services for equipment to be furnished to
buyer/consignees with complete address ,telephone numbers, e mails etc at time of making the
supplies .It shall be the responsibility of seller to ensure that authorized service centres are
available to cater to the areas where supplies are made within reasonable distance from where the
service calls can be handled .Details of toll free numbers for service call and online registration of
service requests also to be provided buyer/consignee at the time of supplies.

Source of supply

It shall be responsibility of seller to provide Documents regarding source of equipments such as
copy of Performa invoice or any other documents to establish that the products supplied are
manufactured by OEM indicated and sourced from them.

Packing and Marking

Medical equipments being very delicate and sensitive packing for the goods should be strong and
durable enough to withstand transit including transhipment (if any), rough handling, open storage
etc. without any damage, deterioration etc. .The size, weights and volumes of the packing cases,
remoteness of the final destination of the goods, availability or otherwise of transport and handling
facilities at all points during transit up to final destination,. Quality of packing, the manner of
marking within & outside the packages and provision of accompanying documentation shall take in
to consideration the type of medical equipments being supplied. The accessories shall be suitably

6/9



labelled and packed .Each of the package shall be marked on three sides with indelible paint of
proper quality: indicating contract number and date , brief description of goods including quantity ,.
Packing list reference number , country of origin of goods and any other relevant details.
o Spare Parts
Seller shall provide materials, information etc. pertaining to spare parts manufactured and supplied
by the OEM . It shall be ensured that the required spares are available for purchase at least for 10
years from date of supplies .In case due to any reasons the production of the spare parts is
discontinued sufficient advance notice should be given to the buyer/consignee before such
discontinuation to provide adequate time to purchase the required spare parts etc. Further, OEM
and their service centres/dealers shall carry sufficient inventories to assure ex-stock supply of
consumables and spares for the equipments so that the same are available.
OEM or reseller shall always accord most favoured client status to the buyer/consignee and shall
give the most competitive price for spares and consumables of its machines/equipments supplied.
o Installation, Training, Manuals
Seller shall be responsible to carry out Installation & commissioning, Supervision and
Demonstration of the goods. They shall provide required jigs and tools for assembly, minor civil
works for the completion of the installation and Training of ConsigneeZs representatives for
operating and maintaining the equipment and Supplying required number of operation &
maintenance manual for the goods. In case the category parameters are specifying any
requirements regarding the installations , training and manuals the same shall also be applicable.
o Electrical safety checking
Sellers are required to make sure that they furnish the list of equipments for carrying out routine
and preventive maintenance to buyer/consignee. They should make sure to periodically check the
electrical safety aspects as per BIS Safety Standards or equivalent .In case they do not have
required equipment for such testing should ensure that the equipments checked for electrical
safety compliance through labs with facilities for such checking during every preventive
maintenance call.
o Software All software updates should be provided free of cost during warranty period.

Buyer Added Bid Specific Terms and Conditions/sa g si& o s & Ry ot

1. Generic

OPTION CLAUSE: The Purchaser reserves the right to increase or decrease the quantity to be ordered up
to 25 percent of bid quantity at the time of placement of contract. The purchaser also reserves the right to
increase the ordered quantity by up to 25% of the contracted quantity during the currency of the
contract at the contracted rates. Bidders are bound to accept the orders accordingly.

2. Generic

Manufacturer Authorization:Wherever Authorised Distributors/service providers are submitting the
bid, Authorisation Form /Certificate with OEM/Original Service Provider details such as name, designation,
address, e-mail Id and Phone No. required to be furnished along with the bid

3. Service & Support

Dedicated /toll Free Telephone No. for Service Support : BIDDER/OEM must have Dedicated/toll Free
Telephone No. for Service Support.

4. Service & Support

Escalation Matrix For Service Support : Bidder/OEM must provide Escalation Matrix of Telephone Numbers
for Service Support.

5. Warranty

Bidder / OEM has to give an undertaking that after expiry of warranty period, it will provide AMC Service
for next 3 years for the offered products at the rate not more than 2 % of contract price per annum. Buyer
reserves the right to enter into an AMC agreement ( covering preventive maintenance and servicing)with
the Successful Bidder / OEM after expiry of the Warranty period at rate as mentioned above and the
payment for the AMC charges would be made Quarterly after rendering of the AMC Services of the
relevant AMC period. Performance Security of the successful bidder shall be forfeited if it fails to accept
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the AMC contract when called upon by the buyer. The original Performance Security of contract will be
returned only after submission and verification of AMC Performance Security for 5% of total AMC value
valid up to AMC period plus 2 months (if there is no other claim). (Undertaking of acceptance to be
uploaded with bid).

6. Buyer Added Bid Specific ATC
Buyer Added text based ATC clauses
Successful qualified bidder has to completely install the equipment at the installation site, hence bidders
are advised to quote the rates accordingly.

7. Generic
Bidders are advised to check applicable GST on their own before quoting. Buyer will not take any
responsibility in this regards. GST reimbursement will be as per actuals or as per applicable rates
(whichever is lower), subject to the maximum of quoted GST %.

8. Certificates
Bidder's offer is liable to be rejected if they don't upload any of the certificates / documents sought in the
Bid document, ATC and Corrigendum if any.

9. Warranty
Successful bidder will have to ensure that adequate number of dedicated technical service personals /
engineers are designated / deployed for attending to the Service Request in a time bound manner and for
ensuring Timely Servicing / rectification of defects during warranty period, as per Service level agreement
indicated in the relevant clause of the bid.

10. Forms of EMD and PBG
Successful Bidder can submit the Performance Security in the form of Account Payee Demand Draft also
(besides PBG which is allowed as per GeM GTC). DD should be made in favour of Chief Accounts Officer
GMC Baramulla payable at Baramulla Jammu & Kashmir 193101. After award of contract, Successful
Bidder can upload scanned copy of the DD in place of PBG and has to ensure delivery of hard copy to the
original DD to the Buyer within 15 days of award of contract.
Disclaimer/sr=iaxor

The additional terms and conditions have been incorporated by the Buyer after approval of the Competent
Authority in Buyer Organization, whereby Buyer organization is solely responsible for the impact of these clauses
on the bidding process, its outcome, and consequences thereof including any eccentricity / restriction arising in
the bidding process due to these ATCs and due to modification of technical specifications and / or terms and
conditions governing the bid. Any clause(s) incorporated by the Buyer regarding following shall be treated as
null and void and would not be considered as part of bid:-

1.

© N o v A

Definition of Class | and Class Il suppliers in the bid not in line with the extant Order / Office Memorandum
issued by DPIIT in this regard.

Seeking EMD submission from bidder(s), including via Additional Terms & Conditions, in contravention to
exemption provided to such sellers under GeM GTC.

Publishing Custom / BOQ bids for items for which regular GeM categories are available without any
Category item bunched with it.

Creating BoQ bid for single item.

Mentioning specific Brand or Make or Model or Manufacturer or Dealer name.

Mandating submission of documents in physical form as a pre-requisite to qualify bidders.
Floating / creation of work contracts as Custom Bids in Services.

Seeking sample with bid or approval of samples during bid evaluation process.
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9. Mandating foreign / international certifications even in case of existence of Indian Standards without
specifying equivalent Indian Certification / standards.

10. Seeking experience from specific organization / department / institute only or from foreign / export
experience.

11. Creating bid for items from irrelevant categories.
12. Incorporating any clause against the MSME policy and Preference to Make in India Policy.
13. Reference of conditions published on any external site or reference to external documents/clauses.

14. Asking for any Tender fee / Bid Participation fee / Auction fee in case of Bids / Forward Auction, as the
case may be.

Further, if any seller has any objection/grievance against these additional clauses or otherwise on any aspect of
this bid, they can raise their representation against the same by using the Representation window provided in
the bid details field in Seller dashboard after logging in as a seller within 4 days of bid publication on GeM. Buyer
is duty bound to reply to all such representations and would not be allowed to open bids if he fails to reply to
such representations.

This Bid is also governed by the General Terms and Conditions/ Ig s arareg oaf & 37aeia off arffa &

In terms of GeM GTC clause 26 regarding Restrictions on procurement from a bidder of a country which shares a land border with India, any bidder from a country which
shares a land border with India will be eligible to bid in this tender only if the bidder is registered with the Competent Authority. While participating in bid, Bidder has to
undertake compliance of this and any false declaration and non-compliance of this would be a ground for immediate termination of the contract and further legal action

in accordance with the laws./S1 T THAT Al & TS 26 & HGH H AR & T HH WA AN A arel 47 & =X § @l
W iadyg & TG F AT & qTT qH AT @S RS arel T & drs o = 3@ [faey # s g & fow it oy gon
ST9 a8 95 & aren et W & orE Golgd @Ifes #F A9 od §HT IS B S AHqurelad delr glm iR B o
T BYOT RFT ST T SHH AUl o P W HIT Bl debrel AT B AR Plefed & AT A B Hlefell PRars
& ITUTT BT |

---Thank You/g=arg---

Signature Not Verified

Date: 23-Jan-3023
14:27:34
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